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Date of certification: 29 Jan 2025 
 

  
  
 Rob Kohuch 
 Certification Manager 
 QPS Evaluation Services Inc. 
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QPS Evaluation Services Inc 

(1) Type Examination Certificate 

(2) Directive 2014/34/EU of the European Parliament and of the Council of 26 February 2014 

(3) Type Examination Certificate Number: QPS 16ATEX0001 Issue Number:  3 

(4) 
Product: 

AccuSeries Analyzer  

(5) 
Manufacturer: 

Galvanic Applied Sciences Inc. 

(6) 
Address: 

7000 Fisher Rd SE, Calgary, AB, Canada, T2H 0W3 

(7) 
This product and any acceptable variation thereto is specified in the schedule to this certificate and the documents 
therein referred to. 

(8) 

QPS Evaluation Services Inc. 81 Kelfield St., Units 7-9, Toronto, ON   M9W 5A3, Canada, in accordance with 
Article 17 of Directive 2014/34/EU of the European Parliament and of the Council, dated 26 February 2014, 
certifies that this product has been found to comply with the Essential Health and Safety Requirements relating to 
the design and construction of equipment intended for use in potentially explosive atmospheres given in Annex II to 
the Directive. 

The examination and test results are recorded in confidential test report number: ATX1406-1R1 

(9) Compliance with the Essential Health and Safety Requirements has been assured by compliance with: 

 

 EN IEC 60079-0:2018, EN 60079-7: 2017, EN 60079-15: 2017, EN 60079-18:2017 

except in respect of those requirements listed at item 18 of the Schedule. 

(10) 

If the sign ”X” is placed after the certificate number, it indicates that the product is subject to the Specific Conditions 
of Use specified in the schedule to this certificate. 

 

(11) 
This Type Examination Certificate relates only to the design and construction of the specified product.  
Further requirements of the Directive 2014/34/EU article 13 apply to the manufacturing process and supply of this 
product. These are separately certified and not covered by this certificate. 

(12) The marking of the product shall include the following: 
 

 

                                                                                                                                                                                                          
II 3G  Ex ec mb nC IIB+H2 T3 or T4 Gc 
Ta= 0˚C to +60˚C 
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(13) SCHEDULE  

(14) to Type Examination Certificate QPS 16ATEX0001 Issue No. 3 
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(15) 

Description and Electrical data. 
 
The AccuSeries analyzers are online process analyzers that perform chemical analysis of liquid 
samples. The analyzer uses two types of analytical techniques depending on the analyte to be 
measured. Colorimetric analyzers are those that carry out analyses using dual wavelength colorimetry 
or colorimetric titration methods. Electrode based analyzers are those that carry out potentiometric 
analyses based on pH, redox potential (ORP) or ion selective (ISE) electrodes. Some analyzers may 
be configured to carry out both colorimetric and electrode based analyses. 
 

Model Code Analysis Method 

ACM Colorimetric Analysis 

ACT Colorimetric Titration 

APT Potentiometric Titration 

AISE Ion Selective Electrode 

Electrical data 
 
100-240 Vac, 50/60 Hz, 300W, 24Vdc,  300W 
 

(16) Report Number: ATX1406-1R1 

(17) 
Specific conditions of use:  

1. To be installed in an area providing a degree of protection of a minimum IP 54. 
2. Installation shall provide mechanical protection from impact hazards. 

(18) 

Essential Health and Safety Requirements 
 
Met by compliance with the requirements mentioned in item 9. 
 

(19) 
Remarks and additional information: 
As listed in Report No. ATX1406-1R1 

(20) 

Certificate history 
 
Issue 0 - Dec. 20, 2016: Initial certificate. 
Issue 1 – July 28, 2017. 
Issue 2 – Feb. 25, 2022 
Issue 3 – January 29, 2025 
 
 
 
 

 
 


